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Thermal Nyquist noise fluctuations of high-Q Bulk Acoustic Wave (BAW) cavities have been
observed at cryogenic temperatures with a DC Superconducting Quantum Interference Device
(SQUID) amplifier. High Q modes with bandwidths of few tens of milliHz produce thermal fluc-
tuations with a Signal-To-Noise ratio of up to 23dB. The estimated effective temperature from the
Nyquist noise is in good agreement with the physical temperature of the device, confirming the
validity of the equivalent circuit model and the non-existence of any excess resonator self-noise. The
measurements also confirm that the quality factor remains extremely high (Q > 108 at low order
overtones) for very weak (thermal) system motion at low temperatures, when compared to values
measured with relatively strong external excitation. This result represents an enabling step towards
operating such a high-Q acoustic device at the standard quantum limit.
Phonon-trapping Bulk Acoustic Wave (BAW) cavity
resonator technology shows great potential for use in ap-
plications that require precision control, measurement
and sensing at the quantum limit[1]. This is mainly
due to the relatively high mechanical frequencies and ex-
tremely high Q-factors achievable in such devices at cryo-
genic temperatures (Q > 109), which potentially lead to
extraordinarily large coherence times [2–4] beyond the
capability of any other competing technology compared
in [5]. This uniqueness has been perfected for decades
for precision room temperature oscillators and related
devices[6, 7], culminating in Q × f -products as high as
2 ·1013 Hz [8]. Interestingly, it is no longer the deficiency
of the Q-factor, which halts further progress in the reduc-
tion of phase fluctuations, but rather the intrinsic fluctu-
ations of the BAW resonator itself[9, 10]. In particular,
it has been concluded that further improvement of BAW
based frequency sources could only be achieved by re-
ducing the resonator flicker phase self-noise, since this is
the dominant noise source of ultra-stable BAW oscillators
both at cryogenic and room temperature[9, 11].
The origin of the flicker frequency noise is still poorly
understood despite its significant influence on many
systems[12, 13] ranging from biological substances[14] to
superconducting electronics[15, 16]. The influence on
the frequency stability of high-performance quartz os-
cillators on time scales of order 1-10 seconds is well-
documented[10, 17, 18] with several attempts to under-
stand its origins[19–21]. It is also important for other me-
chanical resonators such as High Overtone[22] and Thin
Film[23] BAW devices. On the other hand, coherence
times of ultra-high Q quartz BAW cavities are predicted
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to exceed 10 seconds. Thus, the question of the influence
of low Fourier frequency noise has never been raised with
respect to these types of measurements due to the rela-
tively low Q factors of the mechanical resonators utilised
so far[24–26]. So, this type of noise can be another lim-
iting factor on the coherence times of these devices, as
it can be for some types of superconducting qubits due
to flicker noise in Josephson junctions[27]. On the other
hand, it has been observed that the flicker self-noise de-
creases with decreasing power of the incident signal, and
there have been no reports of the measurement of self-
noise without the carrier. Thus, one of the goals of this
work was to confirm whether or not BAW devices are
dominated by Nyquist noise (due to quantum or thermal
fluctuations) when the carrier is not present. Thus, the
observation of intrinsic Nyquist fluctuations is an impor-
tant step towards preparation of a BAW resonator in the
quantum ground state.
The fact that the Nyquist thermal noise of BAW de-
vices has never been directly observed experimentally is
mostly due to instrumental limitations. In particular,
measurements of thermal noise require low noise ampli-
fication with effective impedance matching. Whereas for
low (tens-hundreds of kHz) frequencies typical for tuning-
fork type devices, the goal could be achieved by utilizing
high input impedance amplifiers, these type of ampli-
fiers are non-existent at the typical cryogenic BAW fre-
quencies (above 5-10 MHz), making such measurements
rather challenging[28]. Furthermore, the optomechanical
approach[5] to thermal noise measurements can not be
applied directly, since mirror coating a BVA (electrode-
less) BAW resonator[29] would immediately result in Q-
factor degradation. With these limitations, the straight-
forward solution is utilisation of a DC Superconducting
Quantum Interference Device (SQUID) Amplifiers[30, 31]
which ensure very high sensitivity. Such amplifiers have
2been demonstrated to operate in the quantum regime[32]
and have been implemented in highly sensitive tests of
fundamental physics [33, 34].
The measurements were made with a quartz plano-
convex[35] BVA[29] SC-cut[36] quartz BAW resonator.
The Q-factors of such resonators were measured to be
in excess of 2 billion at very high overtones (OT) giving
Q × f products approaching 1018Hz[4] due to effective
phonon trapping[3]. These devices exhibit resonances of
the longitudinal (A-mode), fast shear (B) and slow shear
(C) thickness modes, for different OT wave number n
and in-plane wave numbers m and p. Thus, each reso-
nance is referred to as Xn,m,p where X stands for a type of
vibration. Only odd overtones n could be excited piezo-
electrically.
To utilise the DC SQUID Amplifier it was simply di-
rectly connected to the SQUID input coil with a few
cm long twisted pair cable. The BAW-SQUID assem-
bly was placed in a cryostat of a pulse-tube refrigera-
tor. Although the pulse-tube cryocooler system is less
vibrationally stable than a liquid Helium dewar, its ad-
ditional shielding of the SQUID sensor, both thermal
and electromagnetic[37], proved to be sufficiently good to
avoid the use of the SQUID magnetic flux control loop.
This allowed us to extend the frequency range of noise
measurements by more than 3 times: from the 6 MHz
limit set by the time delay in the flux lock loop to ap-
proximately 20 MHz limit set by the SQUID electronics.
The SQUID readout provides an efficient current-
to-voltage convergence characterised by transimpedance
ZSQUID =
Vo
Ii
of 1.2MOhms with the magnetic flux noise
floor of 1.09755µφ0/
√
Hz at 50kHz with φ0 being the
flux quantum and the 3 dB bandwidth of approximately
2.1MHz, which is set by the cryocable connecting room
and cryogenic parts of the SQUID amplifier. The small-
est detectable Root-Mean-Square (RMS) fluctuations of
electric current flowing through the SQUID input coil are
close to 0.5pA/
√
Hz. Despite starting to lose sensitivity
at 2.1MHz, the SQUID was still good enough to enable
detection of the thermal noise spectra of resonances of up
to 20.4MHz (with Signal-To-Noise ratio of order 10dB).
The amplified signal is analysed with a HP89410A Vec-
tor Signal Analyser capable of providing the frequency
resolution down to 1mHz. Such resolution is required for
ultrahigh-Q resonance systems like cryogenic BAW res-
onators, which typically exhibit linewidths as small as
tens of mHz[3, 4].
To ensure the frequency stability of the measurement
apparatus, it was locked to a Hydrogen maser. The ex-
perimental setup is shown in Fig. 1, (a). For resonance
frequencies above 10MHz a down conversion technique
was employed due to the frequency limitation of the vec-
tor signal analyser. In the case of higher frequencies, the
noise from the output of the amplifier is down-converted
by a locking amplifier with the reference frequency de-
tuned from the BAW cavity resonance frequency by tens
of Hz. The down-conversion reduces the resolution of
spectral measurements, i.e. decreases the contrast of the
thermal noise peak, by 3 dB. This happens due to the
demodulation of both the upper and the lower spectral
components surrounding the thermal noise peak to base-
band. This effect can be avoided with the use of a high-
speed FFT analyser.
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FIG. 1. (a) BAW thermal noise measurement setup for fre-
quencies below 10MHz. The curvature of one of the plate faces
is employed to achieve the phonon trapping with the acoustic
energy distribution along the plate denoted by the red curve.
(b) Resistive load measurements for system calibration.
The system has been calibrated by putting different
thermal noise sources, precision resistors of different val-
ues, in the place of the quartz resonator[38] (inset in
Fig. 1, (b)). Assuming that the measured voltage noise
was caused by current fluctuations in the SQUID input
coil consistent with the Nyquist-Johnson theorem applied
for the resistor at its surrounding temperature, one can
derive the SQUID transimpedance ZSQUID relating the
input coil current and the output voltage. Using the in-
put coil coupling parameter 2φ0/µA and the measured
value of the SQUID transimpedance ZSQUID, magnetic
sensitivity is inferred to be 300µV/φ0 that is in accor-
dance with the manufacturer specification. The result of
these measurements is shown in Fig. 1, (b). The spurious
signal is due to electromagnetic interference at exactly
5MHz, which is related to the distributed synchroniza-
tion network. At the same time, the closest OT is 7 kHz
away from this frequency making a significant detuning
for the system with a bandwidth of 0.1 Hz. Moreover, to
ensure high frequency resolution, all measurements are
done with frequency spans of about 10 Hz. Thus, the
interference of this spurious signal does not influence any
of the measurements.
It has been demonstrated that phonon trapping res-
onators of this size are capable of working at very high
OTs with frequencies exceeding 700MHz[4]. Although
3for current measurements such high frequencies could not
be observed due to two reasons. Firstly, due to parasitic
capacitance the photon-phonon coupling decreases with
frequency. This could be overcome with the optimal elec-
trode design, although optimal electrode size is specific
to each OT. Secondly, the current SQUID bandwidth is
limited to a few MHz, which only allows us to observe
high-Q resonances up to frequencies of order 20MHz. In
this range, 8 resonance peaks were observed. All res-
onance frequencies correspond to their values measured
with the direct network analysis. Results of the measure-
ments of noise spectra for some of the detected modes are
shown in Fig. 2. The figure demonstrates that the shapes
of the thermal noise peaks fit well to a Lorentzian pro-
file, which makes it possible to infer the resonance mode
bandwidths, and thus Q-factors and is consistent with
Nyquist thermal noise.
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FIG. 2. Results of noise measurements for C3,0,0, A3,0,0, B5,0,0
and A5,0,0. The latter is measured using the downconversion
as shown in inset.
The goal of the current experiment is to estimate the
mode temperatures Tmode of the resonances observed. It
is expected to see mode temperatures close to the phys-
ical (environment) temperature T . Any discrepancy im-
plies either incorrect calibration, erroneous mathemati-
cal model or, in case of Tmode ≫ T , additional unknown
noise sources. The modes temperature estimation pro-
cedure is the following: (i) measurements of the SQUID
voltage noise; (ii) estimation of the RMS current through
resonator with the known SQUID impedance; (iii) calcu-
lation of the power dissipated in the resonator that is
used for evaluation of mode temperature.
For the stated purpose, we employ the commonly ac-
cepted Butterworth-Van Dyke model[39] which repre-
sents each resonance of the BAW resonator as a series
connection of inductance Lx, capacitance Cx and resis-
tance Rx. All these motional branches are connected in
parallel with a shunt capacitance created by the system
electrodes. Estimations in terms of this directly mea-
surable equivalent circuit make it possible to derive the
mode temperature without making assumptions on me-
chanical parameters of the acoustic devices. Having in
mind the fluctuation-dissipation theorem, we postulate
that the motional resistance responsible for the dissipa-
tion in the equivalent circuit is also a source of random
fluctuations. Thus, each resonance branch is associated
with its own noise source. At thermal equilibrium, the
variance of this noise is proportional to the system ambi-
ent temperature, and the spectral density of noise power
in Watts/Hz, SN , is given by the Planck’s equation ap-
plied to a resistor at physical temperature T [40]:
SN = kBT
β~ω
eβ~ω − 1 , (1)
where β = 1/(kBT ), kB is the Boltzmann constant. This
expression is widely considered to be the exact formula,
to which the Rayleigh-Jeans form is an approximation
valid for small β~ω[40]. Since the discrepancy between
the two laws can only account for up to 5% for the fre-
quency range of investigation, our calculations are based
on the approximate formula.
The power spectral densities (PSD) of the voltage
noise at the SQUID output is related to the PSD of
the current fluctuations in the input coil through the
transimpedance: So(ω) = Z
2
SQUIDSi(ω). Based on this
relation, the power of the current fluctuations in the
SQUID input coil, p, induced by a given mode (assuming
Lorentzian lineshape), can be calculated from the exper-
imental data using the following relation:
p =
∞∫
0
RxSi(f)df =
ωr
4Q
Rx
V 2p
Z2SQUID
, (2)
where ωr = 2pifr, Q and Rx are the mode angular fre-
quency, quality factor and motional resistance, while Vp
is the maximum RMS value of voltage (in V/
√
Hz) at the
SQUID output at the resonance frequency. The values of
ωr and Q could be measured either by fitting the curves
of the measured noise spectra (Fig. 2) or by impedance
analysis measurements with an excitation signal[2, 3, 41].
Whereas the angular frequency estimation by both meth-
ods always coincides with a high degree of precision, the
quality factor measurements show some discrepancy. In
either case, the motional resistance can be measured only
by the impedance analysis technique, which requires an
extra stage in the procedure of calibration. The reso-
nance parameters, which are required to estimate effec-
tive noise temperature for each mode are given in Table I.
The results of the experimental estimations of the power
4TABLE I. Parameters of an Xm,n,p resonance at 4K: fr -
resonance frequency, Qfit - quality factor from the Lorentz
fit, Vp - noise peak value, Rx and QZ are motional resistance
and quality factor as measured by the impedance analyser.
Xn,m,p fr, MHz Qfit, 10
7 Vp,
µV√
Hz
Rx,Ω QZ, 10
7
C3,0,0 4.993 4.9 4 3 4.4
C5,0,0 8.392 5.36 10.7
B3,0,0 5.505 2.9 4.84
B5,0,0 9.152 10 1.1 5.9 6.4
B5,m,p 9.247 10 7.9 11.9
B5,m,p 9.287 10 0.87 5.92 25.8
A3,0,0 9.452 9.4 1 6 6
A5,0,0 15.732 26 2.3 30
C3,0,0 4.993 2.9 0.74 2.3 3
@50mK
of current fluctuations in the SQUID input coil given by
Eq. (2) are used to calculate the noise energy stored in
the resonator:
E = τmodepH
−1
inp = Rx
V 2p
4Z2SQUID
(
1 + (ωτ)2
)
, (3)
where Hinp is the transfer function that accounts for the
frequency response of the SQUID input circuit with τ
being the corresponding time constant, τmode =
Q
ωr
is
the mode relaxation time. The experimental estimation
made with this relation is then compared to the theoreti-
cal predictions of SN given by Eq. (1) to derive the mode
temperature T = Tmode as a parameter.
In addition to the measurements at 4K, resonator
thermal noise measurements were also made at 50mK.
For these measurements the BAW resonator was placed
at the mK-stage of a dilution refrigerator whereas the
SQUID amplifier is put on a 4K plate of the same sys-
tem. The devices were connected via a coaxial cable.
Difference between estimation of Q with two dif-
ferent techniques (direct impedance measurements and
Lorentzian fit to the thermal noise spectra) is mainly due
to the weakness of the thermal noise peak. In spite of
some discrepancy both methods demonstrates the same
order of magnitude. This fact confirms that the Q values
of BAW cavities measured with the relatively strong ex-
citation signal (∼ 1010 acoustic phonons)[3, 4] hold the
same at very weak excitation level, even in the absence
of any external signal (< 104 thermal phonons).
Fig. 3 demonstrates the mode effective temperature
as a function of resonance frequency. Whereas measure-
ments made at 4K show mode temperature to be close
to the ambient, mK results depict significant discrepancy
between the two values. Only for the C3,0,0 mode shown
was relatively close to the ambient temperature of the
quartz crystal. The results obtained for the other higher
frequency modes were inconclusive due to poor signal to
noise ratio. The mK experiment is susceptible to addi-
tional noise induced from the cables connecting the BAW
resonator at 50 mK and the SQUID amplifier at 4K.
There are no circulators at these frequencies to isolate
the two devices, so it is likely that thermal noise at 4 K
is causing back action on the BAW cavity. The next step
will be to cool the SQUID to mK along with the sample
to circumvent this problem.
In summary, thermal noise fluctuations of several
low order thickness modes of a high-Q phonon-trapping
acoustic cavity has been measured with a low-noise
SQUID amplifier. For each mode, effective noise temper-
ature has been estimated. The results at 4K are in rea-
sonable agreement with the device physical temperature.
This fact confirms validity of both the Butterworth-Van
Dyke equivalent circuit for description of thermal fluctu-
ations in the piezoelectric acoustic resonator at cryogenic
temperatures. The results also confirm very high Q val-
ues of acoustic modes at extremely low powers. The use
of the new generation of DC SQUID systems cooled to
mK temperatures with the bandwidth in excess of 100
MHz, along with the cross-correlation signal processing,
would enable us to access and investigate the noise prop-
erties of the high-order overtone acoustic resonances at
the quantum limit. Such resonances were shown to posses
the Q-factors in excess of one billion which makes them
ideal candidates for observation of quantum behavior of
macroscopic objects.
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FIG. 3. Estimations of the mode temperatures compared to
the ambient values. The inset shows the equivalent circuit
model.
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